Ventricular lead transection and atrial lead damage in a young softball player shortly after the insertion of a permanent pacemaker.
We report a case in which permanent pacemaker implantation using a conventional subclavian approach on the throwing side of an avid softball player resulted in complete transection of the ventricular lead and severe damage to the atrial lead. The site of the lead fracture suggested that both leads were crushed between the clavicle and the first rib as a result of the frequent and repetitive arm movement. This case illustrates the importance of the selection of the correct approach for permanent pacing lead insertion.